currently used for DNA profiling in crime investigations. However, DNA profiling requires a sufficient quality and quantity of DNA template, which is often not obtained from trace evidence or degraded biological samples collected at the scene of a crime. Here, we assessed autosomal and male DNA components extracted from crime scene and mock casework samples using the casework Direct Kit, Custom and compared the results against those obtained by extraction of matching samples using well-established Maxwell 16 System DNA IQ Casework Pro Kit. The quantity and quality of extracted DNA obtained using both Casework Direct Kit, Custom and Maxwell 16 System DNA IQ Casework Pro Kit were analyzed using PowerQuant Systems followed by autosomal and Y-chromosome STR profiling using GlobalFiler Express PCR Amplification Kit and PowerPlex Y23 System, respectively. Our results showed that the Casework Direct Kit and Maxwell 16 DNA IQ Casework Pro Kit have more or less equal capacity to extract inhibitor free DNA, but that the latter produces slightly better quality and more DNA template and subsequently higher numbers of STR allele calls for autosomal and Y-STR analyses. Nonetheless, the Casework Direct Kit, Custom is the quicker and cheaper option for extraction of good, clean DNA from high content material and might best be used for extraction of reference samples. Such reference DNA samples typically come from buccal swabs or freshly drawn blood. So, in general, they can confidently be expected to have a high nucleic acid content and to be inhibitor-free.
criminal investigations due to limited number of experienced analysts who may be available together with queues due to prolonged sample screening and processing time 1 . Therefore, a modern forensic DNA service should be equipped with a reliable machine platform capable of avoiding human errors, reducing crossover contamination, and improving turnaround time. These requirements have led to the development of rapid automated platforms for DNA extraction, amplification [2] [3] [4] and quantitation [5] [6] [7] [8] [9] [10] [11] . The manufacturer of these platforms claim that they enable accurate quantitation of genomic and male DNA plus improve the quality of extracted nucleic acid 12 .
One of the most commonly used methods to extract and purify DNA from casework samples is magnetic bead-based purification of nucleic acids. This technique requires multiple washing procedures to remove PCR inhibitors and not all of the DNA can be recovered from these washing steps. Promega Corporation has developed a new system, the Casework Direct Kit, Custom that does not need repeated washing steps in extracting the nucleic acids. It contains only casework extraction buffer and a reducing agent, 1-thioglycerol, a combination that is designed to rapidly produce DNA lysate from casework samples. This DNA lysate can be directly used for STR amplification if the quality and quantity of extracted DNA reach the minimum standard set by the individual DNA forensic laboratory as determined through quantitative PCR (qPCR) analysis. The kit has been proposed to be particularly useful for screening sexual assault and 'touch' (aka skin contact) DNA samples containing low quantities of male DNA 12, 13 , because it is able to extract the available DNA and no washing steps are required as compared with magnetic bead-based purification methods. Thus, the Casework Direct Kit, Custom is said to be useful for rapid extraction of casework samples and able to produce amplification-ready lysates quickly with minimum 'hands on' time 12 .
In this study, we assessed autosomal and male DNA components extracted from touch DNA, blood and saliva stained samples using the Casework Direct Kit, Custom (Promega Corporation, Madison, USA) and compared the results against those obtained by extraction of matching samples using well-established Maxwell 16 System DNA IQ Casework Pro Kit 14, 15 . The Maxwell 16 System DNA IQ Casework Pro Kit utilize paramagnetic beads to capture DNA followed by a number of washing steps. The DNA template is normally eluted in a final volume of 50 µl elution buffer. This system has been used on a wide range of samples 16 
Results and Discussion
The proportions of autosomal and male DNA extracted using Casework Direct Kit, Custom and Maxwell 16 DNA IQ Casework Pro Kit are shown in Table 1 and Figs 1 and 2. We observed relatively better quality and quantity of DNA extracted using Maxwell 16 DNA IQ Casework Pro Kit than the ones obtained using Casework Direct Kit, Custom; see later on number of STR allele calls recorded for both analytical methods. In some cases, several autosomal and male DNA were only detected in casework samples (CS 2 and CS 4 for autosomal DNA and CS 2 and CS 5 for male DNA) extracted using Maxwell 16 DNA IQ Casework Pro Kit DNA (see Table 1 ; Figs 1 and 2). However, there is no IPC Cq shift flag which indicates both extraction kits are equally good to extract inhibitor free DNA (Table 1 ). Our results demonstrated that DNA extraction from crime scene samples can be challenging (see Table 1 ). The presence of biological cells in crime scene samples is normally limited and DNA in the sample may be degraded due to exposure to adverse environmental conditions. In this regard, only a few of the DNA templates extracted from the crime scene and mock casework samples using Maxwell 16 System DNA IQ Kit or Casework Direct Kit, Custom exceeded the require threshold values for reliable autosomal and Y chromosome STR profiling using Globalfiler Express and PowerPlex Y23. Referring to previous studies 16, 17 , 125 pg of DNA are required in order to get consistent 100% allele calling with both analytical methods. Here, only about half of the crime scene and mock casework samples (Table 1 ) extracted using either extraction kit exceeded 125 pg DNA yield. In other words, we anticipated that only half of the samples would produce full profiles. Indeed, from Figs 3 and 4 one can see that when the autosomal and Y DNA input for STR analysis is more than ~125 pg, we did observe mostly 100% allele calling. Thus, full autosomal (6 versus 4) and Y chromosome (6 versus 0) STR allele calls were higher for DNA templates extracted using Maxwell 16 System DNA IQ Kit than using Casework Direct Kit, Custom (Figs 3 and 4 and refer Table 1 for average percentage of allele calling for autosomal and Y chromosome STR). In this validation study, STR allele dropout (see Table 1 ; Figs 3 and 4) was noted for several samples (e.g. refer CD 8 for autosomal and Y chromosome STR allele calls), with DNA input of less than 125 pg. Nonetheless, autosomal STR peaks (even as large as ~400 RFU) were detected in several samples with low DNA input (<10 pg), but these differ between samples extracted using Casework Direct Kit and Maxwell 16 DNA IQ Casework Pro Kit (see Figs 5 and 6) and can be considered as artefacts. Multiple peaks were observed for sample CD5 and CS5 in Fig. 5 . This is expected as CD 5 and CS 5 samples were obtained by swabbing door knob and most likely to have low quality, contaminated and degraded DNA from multiple source of contributors. Contamination of the reagents or inadvertent DNA transfer between samples can be excluded as the cause for multiple peaks observed for CD 5 and CS 5 as no DNA and STR profile were observed for our blank swab samples (Table 1) . Several other samples were also flagged as degraded and "ski-slope" effects were seen in their electropherograms.
Thus, STR amplification using higher amount of good quality DNA input template will give a better STR allele calls for autosomal and Y chromosome STR profiling.
It is interesting to note that quality and number of STR allele calls amplified using Globalfiler Express (Applied Biosystem, Country) and PowerPlex Y23 System both reflect the values given by the PowerQuant assay system (see Table 2 ; Figs 3 and 4). Our study thus confirms the utility of the PowerQuant System in determine the concentration, purity and mixture of autosomal and male DNA. For example, degradation flag and autosomal/male DNA concentration given by PowerQuant System did predict the quality (e.g. ski-slope effects and artefacts) and quantity (number of STR allele calls) of STR data (e.g. see Table 2 ; Figs 2-6). This is particularly important for forensic practitioners as the PowerQuant System provides reliable prospective pointers for subsequent analyses; i.e. in autosomal and/or Y-chromosome STR profiling. Therefore, integration of efficient DNA extraction protocols and powerful DNA quantitation methods such as the ones tested here speed up sample processing, reduce inhibitor content, increase DNA recovery from trace evidence and eliminate sample which is unlikely to return informative STR profiles. This should, in turn save time and reduce queues and operational cost. However, our results should still be interpreted with caution as samples used for this study were taken from only a limited numbers of crime scenes. These may, or may not, reflect the actual capability of both extraction kits. Also, there is no way to produce exactly identical pairs of test samples at crime scenes for processing with the two extraction kits which we have examined here (Casework Direct Kit, Custom and Maxwell 16 DNA IQ Casework Pro Kit). In addition, we were also unable to know in advance about the actual presence and absence of DNA in crime scene samples. Nonetheless, data obtained from mock casework and buccal cell samples do provide good comparative data in our test extractions using Casework Direct Kit, Custom, versus Maxwell 16 System DNA IQ kit. www.nature.com/scientificreports www.nature.com/scientificreports/ conclusion Overall, we can conclude that the Casework Direct Kit and Maxwell 16 DNA IQ Casework Pro Kit have more or less equal capability to extract inhibitor free DNA, but that the latter produces slightly better quality and quantity of DNA templates and subsequently higher numbers of STR allele calls for autosomal and Y-STR analyses Figs 1-6 ). Our comparative results for the two DNA extraction kits reported here should also be interpreted in a larger context. This includes considering the nature and amount of casework and reference samples currently analysed by forensic DNA laboratories worldwide and the costs associated with DNA profiling. The Casework Direct Kit, Custom could potentially be used for selected analyses. It can easily give comparable results to the Maxwell 16 System DNA IQ Kit for buccal cell extraction (see Table 1 for quality and quantity of extracted DNA and number of STR allele calls). This means, the Casework Direct Kit, Custom is the quicker and cheaper option for extraction of good, clean and high DNA content and might best be used for extraction of all reference samples (e.g. blood or buccal cell samples from suspects, detainees and drug dependents or sample taken for paternity testing). Such reference DNA samples typically come from buccal swabs or freshly drawn blood. So, in general, they can confidently be expected to have a high nucleic acid content and to be inhibitor-free. In our opinion, the two extraction kits examined here together with PowerQuant System should best be used on case-by-case basis in forensic DNA laboratories. Adopting this strategy should ultimately save turnaround time and reduce overall costs associated with routine DNA profiling. [20] [21] [22] . A total of 26 reactions were prepared; the 12 duplicate DNA samples obtained using Casework 
